
L'ANSM a été informée de la mise en œuvre d’une action de sécurité effectuée par la société GE HEALTHCARE.

Les utilisateurs concernés ont reçu le courrier ci-joint.

Cette action de sécurité est enregistrée à l’ANSM sous le n° R1923198.

Incubateur Neonatal – Incubateur Giraffe, Giraffe OmniBed, Giraffe Incubator Carestation et
Giraffe OmniBed Carestation – GE Healthcare
Cette action de sécurité est enregistrée à l’ANSM sous le n° R2122739.

Incubateur néonatal - Giraffe Incubator Giraffe OmniBed,
Giraffe Incubator Carestation - GE Healthcare

DEFAUT QUALITE - DISPOSITIFS MÉDICAUX - PUBLIÉ LE 09/01/2020 - MIS À JOUR LE 14/04/2021

Télécharger le courrier

INFORMATION AUX UTILISATEURS - DISPOSITIFS MÉDICAUX - PUBLIÉ LE 25/11/2021

ANSM - Page 1 sur 1 - 04.11.2025 09:18

https://ansm.sante.fr/uploads/2021/04/14/mes-200109-giraffeincubator-ge.pdf
https://ansm.sante.fr/informations-de-securite/incubateur-neonatal-incubateur-giraffe-giraffe-omnibed-giraffe-incubator-carestation-et-giraffe-omnibed-carestation-ge-healthcare

	Incubateur néonatal - Giraffe Incubator Giraffe OmniBed, Giraffe Incubator Carestation - GE Healthcare
	Incubateur Neonatal – Incubateur Giraffe, Giraffe OmniBed, Giraffe Incubator Carestation et Giraffe OmniBed Carestation – GE Healthcare


